From Eye to Insight Jeica
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Remove
objective

Put stage in lowest
position and turn off
the microscope

Access the 4
screws from below

to open them °

Slightly pull out the zoom
module and unplug the
USB and control cable

Mount zoom module on interface module

repeating the procedure backwards:

>Plug in the 2 cable connections

>Make sure the zoom module sits firmly in
place and fix the 4 screws

>Connect the USB 3.0 cable between
interface module and PC




